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Cholera is an acute diarrheal disease caused by Vibrio 
cholerae O1 and/or O139. The World Health Organization (WHO) 
reported 2,45,393 cases from all regions of the world including 
3034 deaths with a case-fatality rate (CFR) of 1.2% in 2012. 

   Rapid identification of a cholera outbreak is crucial for the 
3timely implementation of control measures . Stool culture is the 

gold standard for confirmation and characterization of the 
outbreak strain4-6. But it is time-consuming, requires trained 
technicians and a functional laboratory3,6. So a rapid diagnostic 
test (RDT) is a promising tool to detect cholera outbreaks in areas 
without laboratory infrastructure7. Several RDTs based on 
monoclonal antibodies against Vibrio cholerae O1 or O139 have 
been evaluated8,9. They showed a sensitivity and specificity of 
>95%. But these tests are complicated and not suitable for use in 

10,11.the field

    In 2003, the Institute Pasteur, Paris, developed a cholera 
RDT for qualitative detection of lipopolysaccharide (LPS) antigen 
of Vibrio cholera O1 and O139 in stool samples12. This test has 
been evaluated in Bangladesh, Madagascar and Mozambique, 
showing an acceptable sensitivity and specificity12-14. Through a 
licensure agreement with Span Diagnostics (India), the test was 
made commercially available as Crystal VC®dipstick test3. This 
uses an one-step, vertical-flow immunochromatography principle 
and colloidal gold particles conjugated antibodies for detection of 

12bound antigens . 

Background and objectives: Cholera can occur in any form; sporadic, endemic or epidemic in 
India. The present study compares the performance of rapid dipstick assay and conventional 
culture methods for the detection of Vibrio cholerae in stool samples. Materials and 
methods:  20 stool samples were collected from patients having acute watery, non-bloody 
diarrhea and  subjected to Crystal VC dipstick test and conventional culture method.Results: 
Out of 20 stool samples, 15 were positive for Vibrio cholera O1 strain in rapid dipstick test and 
10 were culture positive. The sensitivity and specificity of this dipstick for detection of 01 
strain was 100% and 66.66% respectively. None of samples were O139 positive by both 
dipstick and culture methods. Conclusion: This one-step dipstick test performed well in the 
diagnosis of Vibrio cholerae O1 in a setting with seasonal outbreaks where rapid tests are 
most urgently needed.

  The present study was done to evaluate the efficacy of this 
dipstick for the rapid diagnosis of cholera from stool samples and 
compare it with the conventional stool culture method.

MATERIALS AND METHODS

The study was conducted in the Department of Microbiology 
for a period of 6 months. Ethical clearance was obtained from the 
Institution for the study.

A total of 20 stool samples (18 bulk stool and 2 rectal swabs) 
were collected from patients having acute watery, non-bloody 
diarrhea attending a tertiary care hospital. All the specimens were 
transported to the laboratory without any delay. The stool samples 
were subjected to hanging drop,  rapid dipstick test and 
conventional culture methods. 

Rapid dipstick test:

This test was carried out as per the manufacturer's 
intructions15. Briefly, around 200μl of faeces was added to a test 
tube containing buffer. The rectal swabs were incubated for 6 
hours in alkaline peptone water (APW) at 37°C, after which 200μl 
of the enrichment medium was added to a test tube containing 
buffer. A Crystal VC dipstick was placed vertically into the test tube, 
such that the last centimeter of the strip was immersed in the 
faeces. The results were read at the end of 15-20 minutes, after 
removing the strip from the test tube. The test was defined as 
positive, when both a test line and control line appeared on the test 
strip.

Bacteriological culture:

Bulk stool and rectal swabs after enrichment in APW  for 6 
hours at 37°C were plated on Mac-Conkey agar, blood agar and 
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Even though, stool culture remains the gold standard for 
laboratory diagnosis of cholera, it lacks sensitivity. So any 
evaluation against stool culture leads to underestimation of the 
specificity5. To overcome this, polymerase chain reaction (PCR) 
can be done, which detects low number of organisms or dead cells, 
improving the sensitivity of the reference standard7. Alternatively 
statistical approaches using latent class model/ Bayesian 
inferences have shown an overall better performance of the 
dipstick test4.

The limitations of this study were:

PCR, which could have been more sensitive than the culture was 
not done, due to financial constrains.

The sample size was smaller for much wider analysis.

We were unable to evaluate the performance of dipstick for the 
detection of O139, as none of the samples were O139 positive.

The trial was not done in field conditions.

The test validity was not related to the skill level of the 
technicians.

CONCLUSION

The importance of an efficient cholera surveillance system 
continues to be stressed by WHO with regard to quick diagnosis of 
cholera in outbreak situations2. Rapid diagnosis is essential for 
mobilization of resources for treatment and containment of the 
outbreak3. So the dipstick test is a sensitive and moderately 
specific test which is easy to perform without any laboratory 
infrastructure. Further studies are indicated to evaluate this in 
crisis situations.
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darting motility in hanging drop examination.

The results of dipstick test and culture methods are shown in 
table.1. None of the samples were positive for O139 strain in the 
dipstick test and culture method. The sensitivity and specificity of 
dipstick with culture as gold standard was 100% and 66.66% 
respectively. The positive predictive value (PPV) and negative 
predictive value (NPV) of the test was 67% and 100% respectively. 
The false positivity rate was 33.3%.

DISCUSSION:

The detection of infectious diseases like cholera is 
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tests and rapid diagnostic tests 16. The present study showed a 
high sensitivity of 100% and a moderate specificity of 66.66% as 
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Because of the severity of cholera, the sensitivity of a rapid 
diagnostic test is important in correctly identifying the true cases. 
A predominance of positive test results indicateVibrio cholerae as 
the etiologic agent of the outbreak. But at least some cases must be 

3culture confirmed to validate the results . A highly specific assay is 
important to rule out cholera in individual patients, where the 

9disease is rare, but not in endemic countries .

Our study showed a PPV and NPV of 67% and 100% 
respectively. Earlier studies had a PPV and NPV of 47-93% and 91-

3,6,9,13,14,1695% respectively . PPV and NPV of any test varies with the 
9prevalence of the disease in the population .

This study had 5 dip-stick positive but culture negative samples, 
which could be due to:

1· Dead /low number of organisms in the sample1 .

11· Prior treatment with antibiotics .

· Changes in pH or osmolarity in the lower gut can induce 
17transformation of Vibrio bacilli into coccoid non-culturable form .

5· Phage elimination of Vibrio from the guts of infected people .

Table 1: Detection of Vibrio cholerae O1 in 20 stool samples by 
rapid dipstick test versus conventional culture

Dr. Vijaya S & Dr. Dhanalakshmi Ta 4990-4992  Int J Biol Med Res. 2015; 6(2): 

1. World Health Organization. Cholera, 2012. WklyEpidemiol Rec 
2013;88:321-36.

2. Sack DA, Sack RB, Nair GB, Siddique AK. Cholera. Lancet 2004;363:223-33.

3. Harris JR, Cavallaro EC, Nobrega AA, Barrado JCB, Bopp C, Parsons MB,et al. 
Field evaluation of Crystal VC® Rapid Dipstick test for cholera during 
outbreak in Guinea-Bissau. Trop Med Int Health 2009;14(9):1117-21.

4. Page AL, Alberti KP, Mondonge V, Rauzier J, Quilici ML, Guerin PJ. Evaluation 
of a rapid test for the diagnosis of cholera in the absence of a gold standard. 
PLoSONE 2012;7(5):e37360.

5. Alam M, Hasan NA, Sultana N, Nair GB, Sadique A, Faruque ASG, et al. 
Diagnostic limitations to accurate diagnosis of cholera. J ClinMicrobiol 
2010;48(11):3918-22.

6. Ley B, Khatib AM, Thriemer K, Seidlein LV, Deen J, Mukhopadyay A, et al. 
Evaluation of a rapid dipstick (Crystal Vc) for the diagnosis of cholera in 
Zanzibar and a comparison with previous studies. PLoS ONE 
2012;7(5):e36930.

7. Sinha A, Sengupta S, Basu S, Sur D, Kanungo S, Mukhopadyay AK, et al. 
Evaluation of a rapid dipstick test for identifying cholera cases during the 
outbreak. Indian J Med Res 2012;135:523-8.

8. Qadri F, Hasan JAK, Hossain J, Chowdhury A, Begum YA, Azim T, et al. 
Evaluation of the monoclonal antibody-based kit Bengal SMART for rapid 
detection of Vibrio choleraeO139 synonym Bengal in stool samples. J 
ClinMicrobiol1995;33(3):732–4.

9. Kalluri P, Naheed A, Rahman S, Ansaruzzaman M, Faruque ASG, Bird M, et al. 
Evaluation of three rapid diagnostic tests for cholera: does the skill level of 
the technician matter? Trop Med Int Health 2006; 2(1):49–55.

10. Dick MH, Guillerm M, Moussy F, Chaignat CL. Review of Two Decades of 
Cholera Diagnostics – How Far Have We Really Come? PLoSNegl Trop Dis 
2012 6(10):e1845.



4992

11. Mukherjee P, Ghosh S, Ramamurthy T, Bhattacharya MK, Nandy RK, Takeda 
Y, et al.  Evaluation of a rapid immunochromatographic dipstick kit for 
diagnosis of cholera emphasizes its outbreak utility. Jpn J Infect Dis 2010; 
63(4):234–8.

12. Nato F, Boutonnier A, Rajerison M, Grosjean P, Dartevelle S, Guenole A, et al. 
One step immunochromatographic dipstick tests for rapid detection of 
VibriocholeraeO1 and O139 in stool samples. ClinDiagn Lab Immunol  
2003;10(3):476–8.

13. Bhuiyan NA, Qadri F, Faruque ASG, Malek MA, Salam MA, Nato F, et al. Use of 
dipsticks  for rapid diagnosis of cholera caused by Vibrio choleraeO1 and 
O139 from rectal swabs. J ClinMicrobiol 2003;41(8):3939–41.

14. Wang XY, Ansaruzzaman M, Vaz R, Mondlane C, Lucas ME, Seidlein LV, et al. 
Field evaluation of a rapid immunochromatographic dipstick test for the 
diagnosis of cholera in a high-risk population. BMC Infect Dis 2006;6:17.

15. Span Diagnostics (2007) Crystal VC (Dipstick): Immunochromatographic 
test for detection of Vibrio cholerae in stool (Rapid Test) In.

16. Boncy J, Rossignol E, Dahourou G, Hast M, Buteau J, Stanislas M, et 
al.Performance and utility of a rapid diagnostic test for cholera:notes from 
Haiti. DiagnMicrobiol Infect Dis2013;76:521–3.

17. Colwell RR, Brayton PR, Grimes DJ, Roszak DB, Huq SA, Palmer LM. Viable 
but non-culturableVibrio cholerae and related pathogens in the 
environment:implications for release of genetically engineered 
microorganisms. Nat Biotechnol 1985;3:817-20.

Copyright 2010 BioMedSciDirect Publications IJBMR - ISSN: 0976:6685. 
All rights reserved.

c

Dr. Vijaya S & Dr. Dhanalakshmi Ta 4990-4992  Int J Biol Med Res. 2015; 6(2): 


	Page 1
	Page 2
	Page 3

